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overview: 


The Illumination Incubator is a cutting-edge device 
designed to provide optimal conditions for nurturing 
plant growth. With customizable LED lighting, 
temperature, and humidity controls, it ensures the 
ideal environment for seed germination and early 
plant development. Compact and user-friendly, it's 
an essential toolfor horticulturists and enthusiasts 
alike. 

Specifications 


Capacity 400 L 
Illumination Intensity 0 - 20000 Lx 
Temperature Range (with light) 
Temperature Range (without light) 
Temperature Resolution 
Temperature Fluctuation 


Timer Range 1 - 9999 min 


Ambient Temperature 59°C - 30°C 


No. of Shelves 3 Pieces 
Power Consumption 2200 W 
Power Supply AC 220 V / 380 V ; 50 Hz 
Internal Dimension 680 x 550 x 1050 mm 
External Dimension 880 x 780 x 1810 mm 


Weight 213 Kg 


Features : 


- Two Temperature range for 24-hourly condition 

- Microprocessor fuzzy PID control system 

- Full-spectrum light source (Vertically mounted on sideways) 
- Inner Glass door assures real-time observation 

- Blue light Digital LCD display operating system 

- CFC-free refrigerant compressor 


- 3 Adjustable shelves 
- Corrosive resistant stainless steel chamber 


- Semicircle arced corners for easy cleaning 
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